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Abstract
Clean materials are required to construct and operate many low-background physics experiments. High-purity copper
has found broad use because of its physical properties and availability. In this paper, we describe methods to assay and
mitigate 210Pb contamination on copper surfaces, such as from exposure to environmental radon or coming from bulk
impurities. We evaluated the efficacy of wet etching on commercial samples and observed that 210Po contamination from
the copper bulk does not readily pass into solution. During the etch, the polonium appears to trap at the copper-etchant
boundary, such that it is effectively concentrated at the copper surface. We observed a different behavior for 210Pb;
high-sensitivity measurements of the alpha emissivity versus time indicate the lowest level of 210Pb contamination ever
reported for a commercial copper surface: 0 ± 12 nBq/cm2 (1σ). Additionally, we have demonstrated the effectiveness
of mitigating trace 210Pb and 210Po surface backgrounds using custom, high-purity electroplating techniques. These
approaches were evaluated utilizing assays performed with an XIA UltraLo-1800 alpha spectrometer.
Keywords: Copper; etching; electroplating; 210Pb, 210Po contamination; alpha assay; radon; dark matter
1. Introduction
Several new rare-event searches with improved sensitiv-
ity to interactions from dark matter and neutrinos are cur-
rently in their planning or construction phases (see, e.g.,
Refs. [1–3]). For these experiments to be successful, ra-
dioactive backgrounds must be controlled to exceptionally
low levels. Standard shielding techniques can provide suf-
ficient protection from most environmental backgrounds
during experiment operations. As a result, radiocontam-
inants in the detector materials tend to be the dominant
sources of expected background (see, e.g., Refs. [3, 4]). To
maximize sensitivity to new physics, advanced techniques
need to be developed to not only improve the radiopurity
of materials but to also validate them for use in experi-
ments.
In this article, we turn our attention to copper. Cop-
per is a commonly used material because it has a use-
ful combination of physical properties and because high-
purity copper is inexpensive and readily available from
commercial sources. For example, copper is used as a de-
tector packaging material in the CUORE [5], DAMIC [6],
Majorana [7], and SuperCDMS [3] experiments. Copper
is also used in the designs of the DarkSide-20k [1], NEWS-
G [8] and nEXO [2] detectors.
A specific background concern associated with copper
is surface contamination. Radiocontaminants can accumu-
late on copper surfaces when they come into contact with
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laboratory air containing radon or with other materials.
For example, exposure to the average radon concentra-
tion in the SNOLAB underground laboratory [9] can re-
sult in significant levels of surface contamination [10]. The
immediate progeny of 222Rn can plate out onto surfaces
where they undergo a series of relatively prompt alpha and
beta decays, leading to the long-lived radioisotope 210Pb
(22.2 year half-life [11]). Products of the 210Pb decay chain
include recoiling nuclei, alpha particles, x-rays, and beta
particles, which can also produce Bremsstrahlung photons
and neutrons from (α,n) reactions. When 210Pb and its
progeny decay on or near an active detector medium, they
can mimic a rare event signal. There is an additional con-
cern from materials directly surrounding or in contact with
the detector medium (as copper often is); contamination
on ‘line-of-sight’ surfaces has no shielding between the de-
cay and the detector such that decay products can travel
unimpeded into the active medium. In order to meet sen-
sitivity goals, many current and future experiments need
to specifically address and characterize this source of back-
ground for their copper components.
The decay sequence from 222Rn to 210Pb includes al-
pha decays. Recoiling progeny from alpha decays occur-
ring on copper surfaces have sufficient energy to be driven
(‘implanted’) into the copper. Consequently, 210Pb sur-
face contamination due to exposure to radon can be im-
planted to depths of tens of nanometers [12]. Due to this
depth and the long half-life, implanted 210Pb is a partic-
ularly challenging background. In general, conventional
surface cleaning methods do not provide adequate mitiga-
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tion (e.g., rinsing, wiping or sonicating with a mild solvent
or alkaline detergent). Further, many next-generation ex-
periments have such strict background requirements that
it is challenging to measure (and thus validate) 210Pb con-
tamination levels with sufficient sensitivity. In this arti-
cle, we describe our approaches to reducing 210Pb surface
backgrounds through cleaning and electroplating of copper
surfaces, including use of a high-sensitivity assay method
for evaluating the performance of our methods in the rel-
evant low-level regime.
We describe preparation of our copper samples and the
surface treatments in Section 2. Section 3 details our high-
sensitivity measurement technique using an XIA UltraLo-
1800 alpha spectrometer, including measurement proto-
cols, characterization of the instrumental background, and
assay results for our copper samples. Our attempt to also
measure the 210Pb activity in the bulk of our copper sam-
ples is reported in Section 4. The paper concludes with a
discussion of the results.
2. Copper samples and surface treatments
The copper samples and surface treatments described
in this section represent the development and validation of
a program for post-fabrication cleaning of low-background
copper components for rare-event searches.
2.1. Commercially sourced copper
Based on the requirements of the SuperCDMS SNO-
LAB dark matter experiment [3], we selected oxygen-free
high-thermal conductivity (OFHC) copper for our com-
mercially sourced copper samples. OFHC copper has good
cryogenic properties and has been measured to have low
radioisotope concentrations in the bulk material (see, e.g.,
Ref. [13]). In order to maximize the sensitivity of the
measurements presented in the next section, we fabricated
samples with relatively large surface areas of O(1000 cm2),
each constructed from a set of smaller square plates to fa-
cilitate handling during the surface treatments. OFHC
copper from two different vendors was used to fabricate
two sets of square plates.
The first copper sample was fabricated from OFHC
copper (alloy 101) purchased from McMaster-Carr, a U.S.-
based distributor. No attempt was made to trace back
to the originating manufacturer. Henceforth we will re-
fer to this sample as the ‘McMaster copper.’ Four 6-
by 6- by 0.25-inch plates were purchased, and new tool-
ing and fresh machining fluids were used to mill ∼1/16
of an inch from both sides of each plate. Additionally,
the edges of each plate were trimmed. Directly following
machining, an initial cleaning was performed to remove
machining fluids, particulates (‘dirt’), and copper oxide;
each plate was degreased in a vapor degreaser for 20 min-
utes, immersed in an alkaline detergent for 5 minutes, and
immersed in 50% hydrochloric acid for one minute, with
deionized-water rinses after each step. Following this ini-
tial cleaning, the plates were placed in clean zip-lock bags
and transported to a class-10 cleanroom, where the clean-
ing procedure described in Sec. 2.2 was performed.
A second sample was fabricated from OFHC copper ob-
tained from a specific manufacturer, Aurubis (Hamburg,
Germany). Based on the consistently low concentrations
of U and Th measured in the bulk material (see, e.g.,
Refs. [7, 13, 14]), Aurubis was selected as the preferred
copper manufacturer for construction of the SuperCDMS
SNOLAB apparatus [3]. For this second sample, 4×4
square-inch plates were cut from 6”-diameter rod stock—a
more relevant form factor for fabrication of detector com-
ponents (e.g., SuperCDMS detector housings). A total
of nine plates were fabricated using the same machining
and initial-cleaning protocols as for the McMaster copper;
thus achieving a total sample surface area of 12×12 square
inches (as with the McMaster plates), but starting with a
smaller initial plate thickness of ∼0.2 inches.
2.2. Wet etching
A surface treatment was applied to each of the copper
samples in order to remove surface radiocontaminants—in
particular, any trace levels of 210Pb resulting from expo-
sure to environmental radon during the fabrication and
initial cleaning. To ensure removal of 210Pb implanted
up to tens of nanometers, we chose an acidified-peroxide
wet etching recipe developed at Pacific Northwest National
Laboratory (PNNL) specifically for copper [15, 16]. Com-
pared to a nitric-acid etch, the acidified peroxide allows
for a more consistent and well-controlled removal of mate-
rial. While the test results in Ref. [15] show comparable
performance (relative to nitric acid) for removal of surface
209Po, they are not necessarily indicative of the mitigation
performance for implanted 210Pb in the low-level regime
that is of interest to the low-background physics commu-
nity. Thus, our goal was to demonstrate that the PNNL
recipe can be used to prepare a commercial copper surface
with O(nBq/cm2) levels of 210Pb.1
Each copper plate was placed in an acidified-peroxide
bath consisting of a 1:3:96 mixture of OptimaTMgrade
H2SO4, ACS grade Sn-stabilized H2O2, and >18 MΩ pure
water, respectively. The plates were continuously agitated
while in the bath until oxides were removed and for not
less than one minute, corresponding to removal of 1–2 mi-
crons of copper thickness from all surfaces. Each plate
was then rinsed in pure water before being placed in a
1% citric acid solution and agitated for approximately one
minute. The citric acid passivates the surface of the cop-
per to prevent formation of oxides. The plates were again
rinsed in pure water and immediately blown dry with a
stream of dry nitrogen. Once dry, they were placed in
a nitrogen-purged vacuum oven set at 80◦C and baked
overnight to drive off any residual moisture and make the
1For reference, the 210Pb surface contamination rate due to ex-
posure to a typical level of environmental radon—O(10 Bq/m3)—
and assuming an effective plate-out height of 10 cm is approximately
10 nBq/cm2 per day of exposure.
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passivated coat more resilient. Following this treatment,
each set of plates was shipped to Southern Methodist Uni-
versity (SMU) where the measurements described in Sec. 3
were performed. To protect the plates from exposure to
radon and dust, they were heat sealed inside two layers of
nitrogen-purged, class-10 nylon bagging prior to shipment.
Between measurements, the plates were stored in the heat
sealed bags and additionally placed in a nitrogen-purged
cabinet for redundant protection from radon.
2.3. Use of electroformed copper
In addition to the OFHC plates, copper sheets were
electroformed using the same PNNL ultra-low-background
method [17] used to grow highly radiopure copper for the
Majorana experimental program [7]. For the work de-
scribed here, large-area copper sheets with a thickness of
200–300 microns were electroformed in the PNNL shallow
underground laboratory [18].
These electroformed sheets were used primarily to char-
acterize the background performance of our UltraLo-1800
spectrometer. Prior measurements of PNNL electroformed
copper indicate exceptionally low concentrations of U and
Th in the bulk material (via high-sensitivity mass spec-
trometry) [19], as well as surface alpha emissivities close
to or consistent with expected sensitivity limits of other
UltraLo-1800 spectrometers [20, 21]. In Ref. [22], 210Pb
and 210Po were undetectable in the bulk material of com-
mercially grown electroformed copper, whereas relatively
large 210Pb and 210Po concentrations were measured in
OFHC copper samples. Therefore, we expect little to
no alpha activity from the electroformed copper, mak-
ing the electroformed sheets nearly ideal for characteriz-
ing the UltraLo-1800’s irreducible (‘instrumental’) back-
ground. The electroformed sheets also act as a control
for evaluating the performance of the acidified-peroxide
etch, because each sheet was subjected to the same clean-
ing and packaging protocols as the OFHC copper plates
(cf. Sec. 2.2).
Two distinct electroformed-sheet geometries were pro-
duced, corresponding approximately to the shapes and
sizes of the counting anodes in the UltraLo-1800: a disk
shape with a diameter of ∼30 cm, and a square shape with
an area of ∼45×45 cm2. In both cases, the electroformed
copper sheet was sized to be somewhat larger than the cor-
responding UltraLo-1800 electrode. Thus, when centered
on the instrument’s sample tray, the disk (square) shaped
sheet effectively covers the part of the sample tray that can
contribute background events when reading out the instru-
ment’s corresponding inner (full) electrode. Ultimately,
these electroformed sheets serve two purposes. First, cov-
ering the sample tray with electroformed copper enables
characterization of the instrument’s background without
contributions from the surface of the sample tray, because
the electroformed copper shields any alphas emitted from
the tray while emitting few (to none) of its own. Second,
these electroformed sheets can serve as low-background
tray liners for sample assays requiring the instrument’s
best possible sensitivity.2
2.4. Electroplating
We also explored use of the PNNL electroforming tech-
nique as a method for mitigating radiocontaminants on the
surfaces of copper parts. The idea is to electroplate a thin
layer of highly radiopure copper onto the surfaces of copper
parts fabricated from less-radiopure OFHC copper. The
ultra-high-purity electroplated layer then acts to shield ra-
diation emitted by radiocontaminants on the OFHC cop-
per surfaces. This is expected to be particularly effective
for shielding detectors from short-range radioactivity, such
as the decay products from the 210Pb decay chain (e.g., al-
phas, 206Pb ions, and low-energy betas and x-rays). For
cases in which fabricating detector components from the
higher-purity PNNL electroformed copper is not practi-
cal (e.g., due to geometry or requisite thickness), this new
electroplating treatment represents a cost-effective alter-
native for mitigating backgrounds associated with OFHC
copper.
Our OFHC copper plates offered an opportunity to
test this new electroplating surface treatment. As will be
discussed in the next section, following wet etching with
the acidified peroxide, we measured a significant rate of
210Po surface activity. As a result, the McMaster plates
were subjected to the electroplating treatment and subse-
quently remeasured two more times; results are discussed
in Sec. 3.4. It is worth noting that each of the four Mc-
Master plates was first re-etched with the acidified perox-
ide prior to electroplating, which likely ‘reset’ the 210Po
surface activity back to (approximately) the initial level
measured after the first wet etch. The likely source of
this 210Po contamination is from the bulk of the OFHC
copper. During the etch, it appears that 210Po from the
bulk is trapped at the copper-etchant boundary, such that
it is effectively concentrated at the copper surface. Each
plate was submerged in an electroplating bath where it
was first electropolished—to prepare the surface for copper
growth—and then ∼0.5 mm of copper was electroplated
using the PNNL technique. A relatively thick layer was
electroplated to demonstrate process uniformity. This sur-
face treatment can therefore be tailored to the thickness
most applicable to shielding against radiocontaminants of
concern. To ensure that the plates would not be too thick
for the UltraLo-1800 spectrometer’s sample-tray opening,
they were subsequently milled down to an overall thickness
of ∼4.5 mm, yielding an outer layer of ultra-high-purity
electroplated copper at least 100 microns thick. Finally,
each plate was again wet etched and packaged following
the full set of procedures outlined in Sec. 2.2.
2Note that this second functionality was not utilized for the sam-
ple results reported here, because all of our copper samples were
fabricated to have large enough areas to shield the spectrometer’s
readout anode from any alphas emitted from the sample tray.
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Figure 1: (A) Photo of a SuperCDMS SNOLAB detector hous-
ing after application of the PNNL electroplating surface treatment.
(B) Magnified image of one the screw holes prior to the electroplat-
ing treatment. The relatively large crystal grains characteristic of
OFHC copper are apparent. (C) Magnified image of the same screw
hole after electroplating a 40 micron layer of copper using the PNNL
method. The large OFHC grains have clearly been covered by the
electroplated copper which grows in much smaller grains.
Electroplating to flat square plates is relatively straight-
forward. To demonstrate that this method can be effective
for detector components with a realistic geometry, we ap-
plied it to a SuperCDMS SNOLAB detector housing [3].
The SuperCDMS housings are fabricated from OFHC cop-
per, have a hexagonal shape, and have several fine details
including small screw holes. Specifically, we sought to test
if the electroplated copper would grow evenly and uni-
formly over the OFHC copper surface despite the more
complex electric field created in the electroplating bath
due to the nontrivial geometry of the detector housing.
Figure 1 shows the results. When the surface is viewed
under magnification, it is clear that the OFHC copper
surface has been fully covered by the electroplated cop-
per, because the large grain sizes characteristic of OFHC
copper are no longer visible underneath the electroplated
copper’s much smaller grain sizes. Magnified images were
taken of several locations, including (in particular) in and
around the small screw holes. In each case, the images
show good coverage (as in Fig. 1) of the OFHC copper sur-
face for an estimated thicknesses of electroplated copper
of ∼40 microns, which is based on the integrated plating
current and the approximate surface area of the housing.
3. High-sensitivity alpha spectrometry
SMU operates an XIA UltraLo-1800 alpha spectrom-
eter [23] in a cleanroom located in a surface laboratory
on the SMU campus. The UltraLo-1800 is an ionization
chamber that can accommodate large-area samples up to
42×42 cm2. The top of the chamber (opposite the sample
tray) is instrumented with two configurable counting an-
odes: a square ‘full tray’ anode with an area of 1800 cm2
and a smaller inner circular ‘wafer’ anode with an area of
707 cm2. The perimeter of these counting anodes is instru-
mented with a veto anode referred to as the ‘guard’ chan-
nel. A potential of 1100 V is applied between the grounded
sample tray and the anodes. The volume of the chamber
is filled with boil-off gas supplied by a liquid-argon dewar.
Alpha particles emitted from the surface of a sample ion-
ize the argon count gas, and as the charges drift upward
(due to the potential) they induce currents in the anodes.
The UltraLo-1800 uses pulse-shape discrimination (PSD)
to reconstruct the energy of the alpha particle and the ‘rise
time’ of the pulse, which is indicative of the height above
the sample tray from which the alpha originated.
When samples are changed, the counting chamber is
exposed to the laboratory air which introduces moisture
and environmental radon. Each measurement (or ‘run’)
begins with a purge during which the flow rate of argon
into the chamber is increased to flush out contaminants.
Additionally, we reject the first six hours of data after
a purge, because in our experience additional time is re-
quired for the count gas to stabilize.
3.1. Spectrometer backgrounds
For materials with low surface activities, such as those
used in dark matter and neutrinoless double-beta decay ex-
periments (and under study here), the number of observed
decays is low even for long counting times. Consequently,
instrumental backgrounds are non-negligible. The primary
backgrounds are from alpha decays that originate from the
count gas or interior surfaces of the counting chamber. Be-
cause the SMU UltraLo-1800 is located in an above-ground
surface laboratory, there is also a contribution from cosmic
rays.
The key variable for discriminating a sample’s surface
activity from alpha-emitting backgrounds in the count gas
is the rise time of the anode pulses. Decays occurring in
the count gas have a shorter rise time because the charge
has less distance to drift until it is absorbed by the an-
ode. We reject such ‘mid-air’ alphas by excluding events
with a rise time less than 60µs, and we estimate the resid-
ual background rate by measuring the high-purity electro-
formed sheets described in Sec. 2.3; background measure-
ments are discussed below in Sec. 3.3.
Alphas originating from the chamber’s interior surfaces
can be discriminated in some cases. Alphas emitted from
the sidewalls of the chamber ionize the gas under the guard
anode, which is used to veto these events. Alphas origi-
nating from the anodes themselves have a very short drift
distance and are thus rejected by the rise-time selection.
If a sample’s surface area is smaller than the counting
anode, a portion of the sample tray is exposed directly
below the anode. Any alphas emitted from the surface of
the sample tray represent a background that cannot be
rejected because their locations (relative to the anodes)
and rise times are comparable to alphas emitted from the
4
Parameter Calculation Description
β1 (1− sample areacounting area ) sample run timetray run time Scaling between sample run and tray-background measurement
β2
tray run time
instrumental-background run time Ratio of tray- to instrumental-background measurement times
β3
sample run time
instrumental-background run time Ratio of sample to instrumental-background measurement times
Table 1: Dimensionless parameters βi used to scale contributions from the tray and instrumental backgrounds in the likelihood in Eq. 2.
sample. We can estimate the rate of these events by per-
forming runs without a sample. In general, we cover the
sample tray with a conductive Teflon liner, which has been
demonstrated to have a lower background rate than the
bare stainless-steel surface of the sample tray.
In this paper, our focus is 210Pb and its progeny. In
particular, we use decays of 210Po as our primary mea-
sure of surface activity. A sample’s 210Pb surface activity
can be inferred from several measurements of its 210Po al-
pha emissivity separated in time. We further enhance the
sensitivity of our measurements by defining an alpha en-
ergy region of interest (ROI), thus effectively excluding in-
strumental backgrounds that give events with inconsistent
energies. The 210Po alpha energy is 5.3 MeV [24] and the
quoted energy resolution of the UltraLo-1800 is ∼200 MeV
(at 5 MeV) [23], which we have confirmed with a 1.4 Bq
230Th calibration source. We define a 1 MeV wide ROI
centered around the 5.3 MeV 210Po alpha peak, which is
the ROI referred to hereafter.
3.2. Background modeling and limit setting
We estimate the spectrometer’s backgrounds from ded-
icated measurements. We consider the background orig-
inating from the sample tray separately from non-tray
backgrounds, because the tray component depends on the
sample size. A separate model for the tray background
allows us to scale by the fraction of the tray’s surface that
is exposed below the counting anode. We refer to the non-
tray background as the ‘instrumental’ background, be-
cause it is independent of the sample area. We utilize these
two background models in a likelihood-based approach to
obtain a best estimate for a sample’s surface alpha activity.
The lengths of the background measurements and sam-
ple runs are different. To construct our likelihood, we
therefore define scaling parameters, βi, which are summa-
rized in Table 1. We follow the general procedure outlined
in Ref. [25] to define a likelihood function that incorpo-
rates the uncertainty from the background measurements.
Contributions from the sample and from the backgrounds
all follow Poisson probabilities:
Pois(x|λ) = e−λ (λx) /x!, (1)
where λ is the expected mean and x is the observed value
in a single experiment. Our likelihood function is therefore
a product of three probabilities:
L =Pois(Nobs|s+ β1bT + β3bI)
× Pois(Ninstr|bI)× Pois(Ntray|bT + β2bI).
(2)
Ninstr is the measured number of instrumental-background
events and bI is the estimate of the true number. Ntray
is the number of events observed in the tray-background
measurement, with a corresponding expected mean that
includes both the true number of tray-background events
bT and a scaled contribution from the instrumental back-
ground. Finally, Nobs is the number of events observed
in the sample run, with an expected mean equal to the
sum of the true number of sample events s and scaled
contributions from both the tray and instrumental back-
grounds. We assume Poisson uncertainties for this likeli-
hood, and it is trivial to maximize by setting bI = Ninstr
and bT = Ntray − β2bI ; the maximum-likelihood estimate
for s is then simply
s = Nobs − β1(Ntray − β2Ninstr)− β3Ninstr. (3)
Figure 2 illustrates the contributions from the various
components. There is a contribution from the tray back-
ground above the instrumental background, and any ex-
cess above the total estimated background is attributed to
the sample. In general, we measure the tray background
in advance of each sample assay for which part of the tray
under the counting anode is not fully covered by the sam-
ple. That is, we perform a dedicated measurement of Ntray
and the corresponding scaling parameters for each such
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Figure 2: Simulated alpha spectrometer data for a sample that does
not cover the full area of the sample tray under the counting anode;
thus, there are nonzero contributions from both the instrumental-
and tray-background components. The 210Po region of interest
(ROI) centered at 5.3 MeV is highlighted. The background contri-
butions are shown as a stacked histogram, with the tray background
(red hatched) stacked on top of the instrumental background (blue
hatched) and including uncertainties (red and blue error bars). Any
excess of the simulated data (black error bars) above the total back-
ground is attributed to surface activity from the sample.
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sample assay. While the conductive Teflon liner has a rel-
atively low intrinsic alpha activity, as it is used it grad-
ually becomes contaminated with 210Pb (and thus 210Po)
due to exposure to environmental radon when samples are
loaded and unloaded. This necessitates periodic cleaning
or replacement of the Teflon liner. Consequently, the tray
background can vary from run to run, thus justifying a
dedicated measurement of the tray background prior to
each sample assay in which the tray is not fully covered
by the sample. On the other hand, the instrumental back-
ground is expected to be relatively constant from run to
run. Thus, we model the instrumental background as the
average spectral response from several measurements of
one of the ultra-high-purity electroformed sheets. For all
of the copper sample assays discussed in the remainder of
this paper, only the instrumental background is relevant,
because β1 in Eq. 3 is equal to zero.
We define the likelihood ratio
λ(s) =
L(s; ˆˆbT , ˆˆbI)
L(sˆ; bˆT , bˆI)
, (4)
where
ˆˆ
bT and
ˆˆ
bI signify the values of the background com-
ponents that maximize the likelihood for a fixed value of
s, and L(sˆ; bˆT , bˆI) is the maximum value of the likelihood
function without any constraint on s. With this ratio, we
define a test statistic q(s) = −2 lnλ(s), which is a function
of only one parameter. According to Wilks’ theorem, q(s)
will approach a χ2 distribution with one degree of free-
dom [26]. We determine the 90% upper confidence limit
on s by scanning q(s) until it reaches 2.71. The approxi-
mation proposed by Wilks is not entirely suitable for very
low event counts, but we still apply it as this sets a weaker
upper limit; thus, we are less prone to underestimating a
sample’s surface activity.
3.3. Measurement of electroformed copper sheets
Three different electroformed copper sheets were mea-
sured for this work. The first is a disc with a 30-cm di-
ameter that had been fabricated previously by PNNL and
then used by XIA and its customers to evaluate the back-
ground performance of their UltraLo-1800 spectrometers
(such as the prior alpha-emissivity measurements referred
to in Sec. 2.3). This sheet is shown placed on the SMU
sample tray in Fig. 3. For this geometry, the sheet fully
covers the part of the tray under the inner electrode; thus,
there is no contribution from the tray background when
reading out the inner counting anode. This is the configu-
ration and readout used for most of our measurements.
The single exception is the square electroformed sheet,
which we additionally measured by reading out the full
anode (as discussed below).
Based on the purity of the electroforming process, our
general expectation is that the rate of alphas emitted from
the surfaces of the electroformed sheets should be neg-
ligibly small. However, the first disc-shaped sheet was
Figure 3: Ultra-high-purity PNNL electroformed copper disc
(∼30 cm diameter) placed on the sample tray of the SMU UltraLo-
1800 spectrometer prior to a measurement. The conductive (black)
Teflon liner is visible underneath and covers the majority of the spec-
trometer’s stainless-steel sample tray.
shipped among several institutions prior to our measure-
ments. Such handling means that this particular sheet
had a nontrivial exposure to environmental contaminants,
particularly on its shinier side which was generally placed
facing upward such that it received a larger effective radon
and dust exposure. Measurement results are summarized
in Table 2. The elevated levels for the first several mea-
surements are a clear indication of surface contamination,
which prompted us to re-etch the disc following the pro-
tocols outlined in Sec. 2.2. The four measurements af-
ter re-etching gave consistently low results in the 210Po
ROI, comparable to the first measurements of this disc by
XIA [20] and thus suggesting that the observed rate is rep-
resentative of the instrumental background. We combine
these four measurements as the basis for our instrumental-
background model (i.e., the blue hatched background com-
ponent in Figs. 2 and 4). Note that unlike the results for
our OFHC copper samples, wet etching of this electro-
formed disc produced a copper surface without any mea-
surable level of 210Po contamination. Unlike in the OFHC
samples, the 210Po contamination in the electroformed disc
was distributed very near the surface because it was a re-
sult of implanted radon progeny. This suggests a different
behavior for near-surface versus bulk polonium contamina-
tion during the acidified-peroxide etch—a behavior more
consistent with the results in Ref. [15] for removal of 209Po
on copper surfaces.
To construct our instrumental-background model, we
assumed that the re-etched electroformed copper is suf-
ficiently pure and clean such that the surface activity is
negligible. One method for testing this assumption is to
perform further measurements of electroformed copper to
see if they yield consistent results. Toward this end, a
second set of electroformed sheets was produced, includ-
ing a square sheet large enough to cover the full tray and
6
Run start Measured Live time Alphas Activity in ROI
(date) Side (hours) (counts) (nBq/cm2)
Nov 24, 2015 Dull 194.6 21.7 87.8 ± 18.8
Dec 15, 2015 Dull 158.7 12.5 61.7 ± 17.5
Dec 22, 2015 Shiny 322.8 53.6 130.4 ± 17.8
Jan 12, 2016 Dull 149.9 10.2 53.6 ± 16.8
After re-etching
May 24, 2016 Dull 306.5 12.6 32.2 ± 9.1
Jun 9, 2016 Shiny 330.0 10.3 24.5 ± 7.6
Nov 1, 2016 Dull 306.4 9.1 23.5 ± 7.8
Jul 21, 2017 Dull 54.8 4.6 65.5 ± 30.6
Total after re-etching 997.7 36.6 28.8 ± 4.8
Table 2: Measurement summary for the first electroformed copper disk. The column labeled ‘Alphas’ gives the number of events observed
in the 210Po ROI (including a small correction for the counting-anode alpha collection efficiency). This number is divided by the live time
and sample area to obtain the surface emissivity, which we multiply by 2 to estimate the total surface activity on a given side in the 210Po
ROI (rightmost column). Due to exposure to environmental contaminants during prior handling, the surface activity is clearly elevated prior
to re-etching of the disc (esp. for the ‘shiny’ side). Following application of the acidified-peroxide wet etch, the measurement results are
consistently low; the sum (bottom row) is used as the basis for our instrumental-background model.
Run start Live time Alphas Activity in ROI
(date) (hours) (counts) (nBq/cm2)
Second disc-shaped sheet—initial measurements
Dec 19, 2017 322.9 23.9 58.3 ± 11.9
Mar 26, 2018 349.6 22.8 51.3 ± 10.7
Apr 10, 2018 664.9 28.5 33.6 ± 6.3
Second disc-shaped sheet—after re-etching
Jan 18, 2019 591.8 8.0 10.6 ± 3.7
Feb 12, 2019 678.3 20.5 23.7 ± 5.2
Mar 13, 2019 619.7 10.2 12.9 ± 4.1
Large square sheet—full-anode readout
Mar 2, 2018 279.5 18.7 20.7 ± 4.8
Nov 2, 2018 448.6 47.4 32.6 ± 4.7
Nov 21, 2018 639.8 51.8 25.0 ± 3.5
Large square sheet—inner-anode readout
Dec 18, 2018 640.8 9.1 11.2 ± 3.7
Table 3: Measurement summary for the the second electroformed copper disk (30-cm diameter) and the electroformed copper square
(∼45×45 cm2). The columns have the same meanings as in Table 2. The disk-shaped sheet was measured by reading out the spectrometer’s
707 cm2 inner counting anode, whereas the square-shaped sheet was measured by reading out either the full 1800 cm2 counting anode or the
inner anode. The 210Po ROI activities are generally consistent with the instrumental-background model. See main text for further discussion.
a second 30-cm diameter disc (as described in Sec. 2.3).
Measurement results for these two sheets are summarized
in Table 3. The initial surface activity for the second
disc was somewhat elevated relative to the levels measured
for the first disc (after it was re-etched), suggesting that
the initial preparation was not quite as clean. The first
three measurements are consistent (spectrally and tem-
porally) with a low level of 210Po contamination; outside
the 210Po ROI, they are consistent with the instrumental-
background model. This highlights the importance of con-
sistent and careful application of the wet-etching protocols.
We re-etched the second electroformed disc and then re-
measured it several more times. Following the re-etch, the
results in the 210Po ROI are generally consistent with the
instrumental-background model. The spectra for a cou-
ple of these measurements show a slightly reduced rate at
∼5.5 MeV, which is where we expect any background con-
tributions due radon contamination in the count gas. For
this part of the spectrum, we have observed some varia-
tion in the background performance that correlates with
changeover of the liquid-argon dewar. This suggests a few-
nBq/cm2 systematic uncertainty in the 210Po ROI associ-
ated with our instrumental-background model.
Finally, we performed measurements of the electro-
formed copper square. This sheet is large enough to cover
the entire active area of the sample tray, making it possible
to evaluate the instrumental background when reading out
the full-area counting anode. To compare with the electro-
formed discs, we also measured the square sheet by reading
out the circular inner anode. The full set of measurements
is summarized in Table 3. The results are generally con-
sistent with our instrumental-background model.
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Run start Live time Alphas Background Activity 90% Upper Limit
(date) (hours) (counts) (counts) (nBq/cm2) (nBq/cm2)
Nov 22, 2016 173.3 61.4 6.4 ± 1.1 249.6 ± 35.9 312.9
Mar 10, 2017 270.4 74.0 9.9 ± 1.6 186.1 ± 25.4 232.4
Jun 13, 2017 326.5 58.1 12.0 ± 2.0 110.9 ± 18.9 144.4
After electroplating treatment
Sep 6, 2017 604.3 22.8 22.2 ± 3.7 0.8 ± 7.8 14.3
Jul 16, 2018 328.1 16.0 12.0 ± 2.0 9.4 ± 10.7 31.1
Table 4: Measurement summary for the McMaster OFHC copper sample. The columns have the same meaning as in Table 2. Additionally,
the number of events expected in the 210Po ROI from the instrumental-background model (‘Background’) is indicated for each measurement.
In this table, the ‘Activity’ is our maximum-likelihood estimate of the sample’s 210Po surface activity using the formalism outlined in Sec. 3.2,
and the corresponding 90% upper confidence limit is provided in the rightmost column. The first three measurements clearly show excess
210Po surface activity, which decreases versus time ∼ consistent with the 210Po half-life. The final two measurements demonstrate the
effectiveness of the electroplating treatment for mitigating this 210Po surface activity.
3.4. Measurement of McMaster OFHC copper plates
Following application of the acidified-peroxide etch, the
McMaster OFHC copper plates were measured with the
UltraLo-1800 spectrometer three times over a period span-
ning ∼7 months. The results for the 210Po ROI are sum-
marized in the first few rows of Table 4. The four plates
were arranged on the sample tray to form a single square
12 inches to a side and thus fully covered the part of the
tray below the inner counting anode. Consequently, there
is no background contribution from the tray; β1 is equal to
zero in Eq. 3. The spectrum for the first measurement is
shown in the left panel of Fig. 4. There is a clear excess of
210Po surface activity above the instrumental background
that decreases in the subsequent measurements.
With three measurements of the 210Po activity sepa-
rated by several months, we can infer the initial levels of
210Po and 210Pb surface contamination immediately after
the wet etch. We fit the following model for the sample’s
210Po surface activity as a function of time:
A(t) = Ae−t/τ1 +B(1− e−t/τ2)e−t/τ3 , (5)
where A and B are the respective initial levels of 210Po and
210Pb, τ1 is the
210Po mean life (199.7 days), τ2 is the sum
of the 210Po and 210Bi mean lives (206.9 days), and τ3 is
the 210Pb mean life (32 years) [11]. This model fits well to
the first three measurements (χ20 = 0.8), yielding best-fit
estimates for the initial 210Po and 210Pb surface activities:
A = 272.8± 35.6 nBq/cm2 and B = 39.1± 36.6 nBq/cm2.
The measurements and the best-fit model are plotted as a
function of time in Fig. 5.
While the 210Pb surface contamination is nearly con-
sistent with zero, the initial 210Po activity is significant.
Considering the measurements of 210Pb and 210Po in bulk
copper in Ref. [22], we expect that significant amounts of
both 210Pb and 210Po are present in the bulk of our OFHC
copper plates. Our results suggest that the 210Pb readily
passes from the bulk into solution during the acidified-
peroxide etch, whereas the 210Po appears to trap at the
copper-etchant boundary such that it is effectively con-
centrated at the copper surface. Following this scenario,
our best-fit initial 210Po surface activity is consistent with
being sourced from a 210Po concentration in the bulk of
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Figure 4: Measurement spectra (black error bars) of the McMaster OFHC copper sample compared to the spectrometer’s instrumental-
background model (blue hatched) and highlighting the 210Po ROI. (left) First measurement following the initial acidified-peroxide etch
(Nov 22, 2016 entry in Table 4); there is a clear excess associated with 210Po contamination on the surfaces of the copper plates. (right) First
measurement following application of the electroplating treatment (Sep 6, 2017 entry in Table 4); consistency with the background model
demonstrates that the electroplating treatment is an effective technique for mitigating 210Po surface contamination.
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Figure 5: Surface activity measurements (error bars) in the 210Po
ROI for the McMaster OFHC copper sample as a function of time
since the initial wet etch. The 210Po and 210Pb surface activities
are estimated by fitting the model in Eq. 5 (solid gray), which is
also used to estimate the sample’s expected 210Po surface activity at
later times (dashed gray). Following application of the electroplating
treatment (see Sec. 2.4), the measured activities are consistent with
the instrumental background. See main text for further discussion.
the McMaster plates of at least 100 mBq/kg (at the time
of the etch).
Observation of a significant 210Po surface activity mo-
tivated investigation of an alternative surface treatment
based on the PNNL electroforming method. After the
third measurement of the McMaster copper sample, the
electroplating treatment described in Sec. 2.4 was applied
to each plate and the full set was measured two more
times. Results from the post-plating measurements are
summarized in the bottom rows of Table 4; both are con-
sistent with the spectrometer’s instrumental background.
Based on the best-fit model (Eq. 5) of the pre-plating mea-
surements, the 210Po activity would have been ∼90 and
50 nBq/cm2 for these two measurements if no treatment
had been applied. The spectrum for the first post-plating
measurement is provided in the right panel of Fig. 4 and
is clearly consistent with the instrumental background.
These results represent a successful demonstration of our
electroplating technique for mitigating 210Po surface con-
tamination. As an exercise, we fit a simplified version of
Eq. 5 to the post-plating results where only the second
term was included (i.e., assuming that the post-treatment
210Po activity is negligible and thus A = 0 nBq/cm2). The
best-fit result is plotted in Fig. 5 (blue curve) and yields
B = 12.2± 13.8 nBq/cm2, which corresponds to the maxi-
mum 210Pb surface activity that is consistent with the two
post-plating measurements.
3.5. Aurubis copper cleaning and measurement
Our goal in measuring the Aurubis OFHC copper sam-
ple was to characterize the performance of the acidified-
peroxide etch for preparing a low-210Pb copper surface.
Figure 6: The nine Aurubis OFHC copper plates arranged to form a
single square (12” to a side) and centered on the spectrometer’s sam-
ple tray prior to a measurement. The conductive (black) Teflon liner
is visible underneath and covers the majority of the spectrometer’s
stainless-steel tray.
Recall that the Aurubis sample was fabricated from the
same copper stock—manufacturer and form factor—as will
be used to fabricate SuperCDMS SNOLAB detector com-
ponents (see Sec. 2.1). Additionally, the acidified-peroxide
etch will be used as the final surface cleaning treatment for
all copper components. Thus, by using the same materials
and procedures, our results should be representative of the
level of 210Pb we can expect on the surfaces of SuperCDMS
SNOLAB copper detector components.
The Aurubis OFHC copper plates are shown in Fig. 6,
centered on the spectrometer’s sample tray and arranged
so as to fully cover the part of the tray below the in-
ner counting anode. Thus, similar to measurement of
the McMaster sample, there is no background contribu-
tion from the tray when measuring the Aurubis plates; β1
in Eq. 3 is equal to zero. Following the acidified-peroxide
etch, we measured the Aurubis sample four times over a
period spanning nearly a full year; results for the 210Po
ROI are summarized in Table 5. Having four measure-
ments separated by such large intervals of time enables
a more precise determination of the levels of 210Po and
210Pb contamination following the wet etch. We again use
the model in Eq. 5 to fit to the 210Po activity as a func-
tion of time, yielding best-fit estimates for the initial 210Po
and 210Pb surface activities: A = 206.7 ± 21.4 nBq/cm2
and B = 0± 12.2 nBq/cm2, where the activities were con-
strained to be positive. To our knowledge, this is the low-
est level of 210Pb ever demonstrated on an OFHC copper
surface. Similar to the McMaster sample, we observe a sig-
nificant initial 210Po surface activity, suggesting that the
Aurubis copper also has an appreciable concentration of
210Po in the bulk material. Note that the best-fit model is
not perfectly consistent with the measurements (χ20 = 3.2);
both are plotted in Fig. 7. Based on the measured spec-
tra, this appears to be due to upward fluctuations of the
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Figure 7: Surface activity measurements (error bars) in the 210Po
ROI for the Aurubis copper sample versus time since the wet etch.
Fitting the model in Eq. 5 (solid gray) yields estimates of the initial
210Po and 210Pb surface activities. The former is significant while
the latter is consistent with zero.
spectrometer’s instrumental background as a result of ele-
vated radon levels in the count gas for the first and second
measurements.
4. Bulk 210Pb assay of copper
The results of the prior section strongly suggest the
presence of 210Po in the bulk of the McMaster and Aurubis
copper samples, which appears consistent with the bulk
levels reported for OFHC copper in Ref. [22]. Ref. [22]
further reports that OFHC copper can contain 210Pb in the
bulk at levels from 17–40 mBq/kg. It is natural to expect
that our OFHC copper samples might have a similar level
of 210Pb in the bulk.
The measurements in Ref. [22] also used an UltraLo-
1800 spectrometer. However, a much different method was
used to prepare the surfaces of their copper samples [12, 22]
compared to the surface treatment methods reported here.
While our measurements focus on 210Po alphas emitted
from the surface of the etched copper samples, their mea-
surements focus on a lower-energy ROI in the alpha spec-
trum that is sensitive to 210Po alphas emitted from the
bulk of the copper samples. The smooth finish achieved by
their surface preparation allows for a well-calibrated mea-
surement of the bulk 210Po concentration based on this
lower-energy ROI. While it is (in principle) possible to an-
alyze our UltraLo-1800 data in a similar way, our surface
preparation methods tend to yield rougher surfaces and
thus the surface-to-bulk calibration factor determined in
Ref. [22] is not directly applicable.
We have pursued an alternative approach to assay for
210Pb in bulk copper. In ∼4% of 210Pb decays, a 46.5 keV
gamma-ray is emitted [11]. This gamma-ray can be used
to directly quantify the 210Pb concentration in a copper
sample. In this section, we describe our efforts to perform
such measurements in order to directly confirm the bulk
levels of 210Pb in our OFHC copper samples.
4.1. Bulk 210Pb assay method
A subset of the McMaster copper plates and a sub-
set of the Aurubis copper plates were separately counted
on the Roseberry 6530 S-ULB germanium detector [27] at
the Boulby Underground Laboratory [28]. This detector
is a Mirion Technologies (formerly Canberra) BEGe-style
BE6530 high purity germanium (HPGe) detector, ideally
suited for γ- and x-ray measurements in the 20–100 keV
energy range. The 46.5 keV 210Pb γ-ray is readily at-
tenuated by the thickness of the copper sample itself. A
simple Geant4 [29, 30] simulation was used to estimate
that the closest ∼0.75 mm thickness of a copper sam-
ple placed on top of the detector will contribute 95% of
the γ-rays measured in the 46.5 keV peak. This suggests
that a copper sample thickness of only a few mm provides
more than sufficient counting mass for measurement of the
210Pb 46.5 keV γ-rays. Consequently, just one of the rela-
tively thick McMaster plates was chosen for measurement,
whereas three of the Aurubis plates were stacked for mea-
surement. The details of the counted copper samples are
provided in Table 6. Note that prior to measurement of
the McMaster copper plate, the outer layer of electroplated
copper (see Sec. 2.4) was milled off in order to re-expose
the original, underlying OFHC copper material.
4.2. 210Pb calibration with lead standards
To determine the 210Pb analysis ROI for the Roseberry
detector, lead samples containing previously (and inde-
pendently) measured concentrations of 210Pb were consid-
ered prior to measurement of the copper samples. These
Run start Live time Alphas Background Activity 90% Upper Limit
(date) (hours) (counts) (counts) (nBq/cm2) (nBq/cm2)
Mar 22, 2017 472.9 131.0 17.3 ± 2.9 188.9 ± 19.6 222.7
Jul 24, 2017 182.3 42.2 6.7 ± 1.1 153.2 ± 28.4 206.9
Oct 24, 2017 502.1 56.8 18.4 ± 3.0 60.2 ± 12.7 82.9
Feb 1, 2018 626.8 39.8 23.0 ± 3.8 21.1 ± 9.2 37.6
Table 5: Measurement summary for the Aurubis OFHC copper sample. The columns have the same meaning as in Table 4. Following the
acidified-peroxide wet etch in late Feb 2017, a significant 210Po surface activity is observed that decreases with each successive measurement
according to the 210Po half-life. These measurements are consistent with the lowest level of 210Pb contamination ever demonstrated on an
OFHC copper surface.
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Square Plate Total
Sample Dimension Thickness Mass
(mm) (mm) (g)
McMaster 152.4 5 1250
Aurubis 101.6 2 (×3) 568
Table 6: OFHC copper samples γ counted for the presence of 210Pb.
lead ‘standards’ span a range of concentrations from 0.6–
330 Bq of 210Pb per kg of lead [31, 32]. Each 210Pb
standard is a solid, rectilinear piece of lead measuring
1×10×10 cm3. In particular, two of the highest-activity
standards were selected to calibrate the HPGe detector:
75 and 330 Bq/kg. Results from the two calibration mea-
surements of the Roseberry detector’s response to 46.5 keV
210Pb γ-rays are presented in Fig. 8.
4.3. Bulk 210Pb assay results
From November 2018 to January 2019, the copper sam-
ples were counted and a background spectrum was col-
lected. The McMaster plate was counted for 13.2 days and
the Aurubis plates were counted for 23.6 days. The detec-
tor’s background was measured for a period of 23.4 days.
Analysis of the collected data included use of a Geant4
simulation of the Roseberry detector’s detection efficiency
for 46.5 keV γ-rays emitted from 210Pb decays in both the
copper samples and the lead calibration sources, matching
the actual sample geometries.
Using the background and peak regions indicated in
Fig. 8, the measurement of the McMaster copper sample
yielded only an upper limit: < 17 mBq of 210Pb per kg of
copper. In the case of the Aurubis copper sample, the anal-
ysis resulted in a measurement of 21 ± 15 mBq of 210Pb
per kg of copper. From these results we generally infer
that the 210Pb concentrations in our two samples are at or
below the Roseberry detector’s sensitivity level for mea-
suring 210Pb in bulk copper, corresponding to ∼20 mBq
of 210Pb per kg of copper.
4.4. Bulk contaminants discussion
Knowing the bulk 210Pb concentrations is potentially
useful for correlating to the post-cleaning 210Po surface ac-
tivities (reported in Sec. 3) that resulted from application
of the acidified-peroxide wet etch to our copper samples.
Unfortunately, our goal of measuring the bulk 210Pb via
gamma counting was not achieved. Despite the excellent
sensitivity of the Roseberry detector, the results are essen-
tially consistent with setting an upper limit at the instru-
ment’s sensitivity level. However, because the detector’s
sensitivity to 210Pb in bulk copper is at the level of a few
tens of mBq/kg, we also conclude that the bulk 210Pb lev-
els in our samples are in line with the bulk assay results
for OFHC copper in Ref. [22].
Regarding the relatively high post-etching 210Po activ-
ities observed on the surfaces of our samples, our hypothe-
sis is that bulk polonium contaminants do not readily pass
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Figure 1: Spectra for 330 Bq/kg and 75 Bq/kg lead samples. The area selected to represent the
background is highlighted in yellow and the peak area is highlighted in red.
Given these background and peak region selections and an efficiency determined after modifi-
cation of the dead-layer in the GEANT4 simulation, a measured 210Pb contamination of (302 ±
6) Bq/kg was determined for the 330 Bq/kg sample. This is in very good agreement with the
assumed date-corrected value of 298 Bq/kg. As a cross-check, the sample labelled 75 Bq/kg was
also assayed. The measured contamination for this sample was (85 ± 2) Bq/kg which is higher
than expected. If we assume the same reference date for the 75 Bq/kg sample, we would expect a
measured activity today of around 68 Bq/kg. The 85 Bq/kg that we measure does not agree with
this and, if correct, would suggest that the original characterisation would have given a value more
like 94 Bq/kg.
Copper Samples
The two copper samples were assayed over the period 11/8/2018 to 12/04/2018 with the Aurubis
sample assayed for 23.6 days and the McMaster sample assayed for 13.2 days. For comparison,
a background was run for a total of 23.4 days from 12/24/2018 to 01/17/2019. Figure 2a shows
a comparison between the Aurubis copper and background and Figure 2b shows a comparison
between the McMaster copper and background. Both copper samples show elevated levels of 57Co
and 58Co when compared with background. The Aurubis copper also shows a peak substantially
above background at approx. 75 keV which is consistent in energy with a kα line from either Bi or
Pb. This, however, is not supported by the presence of related lines at 72.8 keV in the case of Pb
nor at 77.1 keV in the case of Bi so this peak is a little mysterious.
Results
For the purpose of determining the 210Pb contamination in each of the samples, the peak and
background regions determined for the lead samples was again used. In order to enhance any peaked
structure the binning was modified such that bins with width 0.34 keV (rather than 0.17 keV) are
plotted. By eye, it is clear to see a peaked structure at 46.5 keV for both the McMaster sample
and for the Background (visible in Figure 3b). In the case of the Aurubis copper Figure 3a), this
is less clear. In order to avoid bias, the first analysis is done using the defined ranges. The results
for these are detailed in Table 2. It can be seen that using this method gives a measurement of
(21± 15) mBq/kg for the Aurubis copper and a 90% C.L. upper limit of <17 mBq/kg McMaster
copper.
Putting worries of bias aside, the analysis is repeated but only using the central two bins (the
clearly peaked region) to determine the contamination. In this case, the background region is
expanded to cover the bins no longer used in the peak determination.The results calculated using
Figure 8: Roseberry HPGe detector spectra measured for the 330
and 75 Bq/kg 210Pb lead standards. The area selected to represent
the background is highlighted in yellow (left and right of the peaks)
and the peak area is highlighted in red. Figure courtesy of Paul R.
Scovell and Emma Meehan, Boulby Underground Laboratory.
into the etching solution. During the cleaning process, lead
and polonium are liberated from the copper bulk by the
acidified peroxide. This procedure creates a diffusion layer
(also calle a Nernst layer) at the surface [33] as the cop-
per (and lead) are oxidized into the etching solution by
the free radicals in the acidified peroxide. It is tempt-
ing to conclude that the polonium also goes into solution
and then simply redeposits on the copper surface, because
it possesses the most reductive potential of these species:
E◦ of Po = +0.76 V, Cu = +0.34 V, and Pb = −0.13 V.
However, our measurements of the electroformed copper
sheets demonstrate that 210Po contamination can be effec-
tively removed with t e acidified peroxide when the con-
tamination is located on or very near the copper surface.
This was also shown previously in Ref. [15], for removal
of 209Po that had been placed directly on copper surfaces.
Conversely, when polonium is present in the copper’s bulk
(such as with our OFHC samples), our measurements indi-
cate that it is difficult to remove and can even accumulate
at the copper surface. We suspect that a large frac ion of
th polonium located within the bulk may simply remain
in the reduced form as copper is removed around it. If
the bulk polonium is oxidized during the etching process,
it may be readily reduced near the copper surface where
it encounters the electron-enriched diffusion layer that is
pres nt during the wet etch. Further, it is know that this
cleaning process is most effective when the copper samples
are mechanically agitated in the etching solution; the hy-
drodynamics serve to reduce the thickness of the diffusion
layer, thereby increasing transfer of contaminants into the
etching solution. We therefore conclude that the surface
cleaning effectiveness depends not only on the bulk 210Pb
and 210Po concentrations, but also on the etching solution
strength, dwell time in the etching bath, level of agitation
of the etching solution, and even the geometries of the
copper sample and etching bath. While some of the mech-
anistic details remain as open questions, the implications
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of the work presented in this paper nonetheless assist in
demonstrating the production of a clean, low-background
OFHC copper surface for use in the SuperCDMS SNOLAB
experiment.
5. Conclusions
We have explored preparation of two OFHC copper
samples using two surface treatment methodologies: an
acidified-peroxide wet etch and copper electroplating based
on PNNL’s electroforming technique. Surface cleanliness
with respect to 210Pb and 210Po was evaluated using a
high-sensitivity assay method, developed and performed
with an UltraLo-1800 alpha spectrometer. Although sig-
nificant 210Po levels were measured on the surfaces of both
samples following the wet etch, the measured 210Po rates
versus time are consistent with near-zero levels of 210Pb.
In particular, for the Aurubis copper sample, our mea-
surements represent the lowest level of 210Pb ever demon-
strated on an OFHC copper surface. These results also
demonstrate that the SuperCDMS SNOLAB background
goal for 210Pb contamination on the surfaces of the detec-
tor copper housings [3] can be achieved using our acidified-
peroxide wet etching protocols applied to commercially
sourced OFHC copper.
We attribute the post-etching surface alpha activities
to 210Po contamination present in the bulk of the OFHC
copper samples. As the copper is etched, both lead and
polonium are released from the bulk material. While the
lead tends to move into the etching solution, the polonium
is unable to pass through the diffusion layer at the copper-
etchant boundary. If the polonium is oxidized during the
etch, it is then efficiently reduced due to its high reduction
potential and the availability of copper-oxidation electrons
at this layer. On the other hand, polonium located on or
near the copper surface is much more susceptible to oxi-
dation and thus removal into the etching solution is ob-
served. We have demonstrated that 210Po contamination
on the surface of electroformed copper can be mitigated
using agitation with the wet etching process. Our conclu-
sions are consistent with the 210Pb and 210Po assay results
reported in Ref. [22] for bulk OFHC copper. Though less
sensitive, our attempts to directly measure bulk 210Pb in
our copper samples are similarly suggestive.
We also explored use of the PNNL copper electroform-
ing technique as a surface treatment method. Thin layers
of ultra-high-purity copper were plated onto lower-purity
OFHC copper plates. Results from subsequent surface as-
says indicate near-perfect mitigation of the 210Po contami-
nation that was present on the copper surfaces prior to the
electroplating treatment. This electroplating treatment
represents a new method for mitigating 210Pb and 210Po
on the surfaces of copper components fabricated from com-
mercially sourced copper; an even lower-background cop-
per surface can be achieved than is possible by simply
etching OFHC copper. The additional electroplated cop-
per thickness acts as an ultra-high-purity shielding layer
to protect detectors from radiocontaminants on the sur-
face and in the bulk of the underlying, lower-purity cop-
per. We anticipate that this new method will be useful
for controlling copper-related radiogenic backgrounds in
future rare-event searches.
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